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D
etection of infectious agents (e.g.,
virus and bacteria) is critical for
homeland security, public and mili-

tary health. In recent years, infectious dis-
eases, especially viral outbreaks such as HIV,
have a tremendous global healthcare im-
pact, since such viruses can rapidly evolve,
spread, and turn into pandemics. Although
there are advances in developing preventa-
tive microbicide vehicles, HIV/AIDS has had
a devastating global impact, causing over
25 million deaths.1,2 The identification
and control of forthcoming epidemics will
be possible only by developing reliable,

accurate, and sensitive diagnostic technol-
ogies that have the ability to be tailored
to multiple settings. Detection of these
viruses still poses significant biological
and engineering challenges. Biological
challenges arise due to the presence of
multiple subtypes of viruses that makes it
difficult to achieve repeatable and reliable
capture efficiency from clinical specimens
without demanding lengthy sample pre-
paration steps. For instance, monitoring
viral load for HIV at the point-of-care (POC)
is still an unaddressed challenge. Traditional
detection techniques such as culturing,
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ABSTRACT Infectious diseases such as HIV and hepatitis B pose

an omnipresent threat to global health. Reliable, fast, accurate, and

sensitive platforms that can be deployed at the point-of-care (POC)

in multiple settings, such as airports and offices, for detection of

infectious pathogens are essential for the management of epidemics

and possible biological attacks. To the best of our knowledge, no

viral load technology adaptable to the POC settings exists today due

to critical technical and biological challenges. Here, we present for the first time a broadly applicable technology for quantitative, nanoplasmonic-based

intact virus detection at clinically relevant concentrations. The sensing platform is based on unique nanoplasmonic properties of nanoparticles utilizing

immobilized antibodies to selectively capture rapidly evolving viral subtypes. We demonstrate the capture, detection, and quantification of multiple HIV

subtypes (A, B, C, D, E, G, and subtype panel) with high repeatability, sensitivity, and specificity down to 98 ( 39 copies/mL (i.e., HIV subtype D) using

spiked whole blood samples and clinical discarded HIV-infected patient whole blood samples validated by the gold standard, i.e., RT-qPCR. This platform

technology offers an assay time of 1 h and 10 min (1 h for capture, 10 min for detection and data analysis). The presented platform is also able to capture

intact viruses at high efficiency using immuno-surface chemistry approaches directly from whole blood samples without any sample preprocessing steps

such as spin-down or sorting. Evidence is presented showing the system to be accurate, repeatable, and reliable. Additionally, the presented platform

technology can be broadly adapted to detect other pathogens having reasonably well-described biomarkers by adapting the surface chemistry. Thus, this

broadly applicable detection platform holds great promise to be implemented at POC settings, hospitals, and primary care settings.

KEYWORDS: nanoplasmonic . HIV . AIDS . viral load . point-of-care . Nanotechnology
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enzyme-linked immunosorbent assay (ELISA), and
polymerase chain reaction (PCR) cannot be imple-
mented at POC settings without well-equipped
laboratories.3 Cell culture is a time-consuming, costly,
and technically demanding method that requires
skilled technicians. Adding to this problem, some
viruses cannot be cultured.4 In ELISA-based methods,
multiple sampling steps and reagents are required.
Although PCR technology offers a powerful detection
platform in clinical samples,5,6 for common viral
subtypes, it requires parallel testing of external
standards, complex multistep manipulations such
as labor-intensive sample preparation (plasma se-
paration and RNA extraction), amplification (expen-
sive reagents), and detection.3 Thus, simple, speci-
fic, accurate, and reliable viral load assays are
necessary to avoid further viral propagation and to
initiate treatment.
Label-free biodetection platforms such as electrical,

mechanical, and optical mechanisms have been re-
cently used for detection of infectious agents.7�11

These biosensing technologies offer multiple patho-
gen and disease detection applications ranging from
laboratory research to medical diagnostics including
drug development/treatment and engaging biologic
threats for military applications. These platforms elim-
inate the requirements for fluorescent/radioactive la-
beling and/or enzymatic detection and enable easy-
to-use, inexpensive POC tests. Additionally, silicon
nanowires12,13 and nanotubes14 have been used to
detect biological materials such as viruses from human
samples.15,16 In fact, optical biosensing platforms hold
great promise tomonitor biomolecular binding signals
and detect the relevant biological interactions in a
small sample volume without any physical connection
between the light source and the biosensing area.
These aspects offer advantages in both sensitivity
and detection limit.
Metal nanoparticles have been recently used in drug

delivery17 and clinical diagnostics,18 and their nano-
plasmonic properties present an advantage tomonitor
changes in light coupling on a sensing surface. Asso-
ciation and/or dissociation of bioagents/molecules
onto metal nanoparticles lead to changes in the wave-
length. Each modification on the metal nanoparticle
surface causes a peak shift at the maximum extinction
wavelength and enables a broad window for spectral
measurements with a high signal-to-noise ratio.19

Thus, these biosensing approaches have been used
in various biochemical sensing platforms and spectro-
scopies, allowing picomolar sensitivity to detect pro-
tein and nucleic acid interactions.20�22 However, there
are a number of engineering and sampling challenges
in both production and clinical testing of metal
nanoparticle-based detection methods. First, typical
chemical and physical modifications of nanoparticles
(e.g., plasma treatment and exposure to highly

acidic conditions) can lead to irreversible aggregation,
resulting in degradation of optical characteristics.23

Also, existing nanoparticle-based pathogen detection
methods have suffered from challenges associated
with direct exposure to unprocessed whole blood,
including nonspecific binding and the requirement
for extensive sample preparation, thus reducing
clinical relevance for POC applications. Currently, diag-
nostic tests (e.g., PCR and ELISA) require sample pre-
processing including plasma separation to prevent
inaccuracies in signal amplification and quantifica-
tion steps. It is also a significant challenge to develop
biosensing platforms to detect multiple subtypes/
pathogens from clinical patient samples.
Although plasmon resonance principles have been

utilized by others for protein and nucleic acid detection
applications,24,25 intact viral detection and viral load
quantification has not been performed from unpro-
cessed whole blood. Here, we demonstrate for the first
time a reliable, label-free, fluorescence-free, and re-
peatable HIV viral load quantification platform using a
nanoplasmonic detection system for multiple viral
subtypes and HIV-infected patient samples from un-
processed whole blood.

RESULTS AND DISCUSSION

HIV is captured on the biosensing surface (Figure 1a),
which is modified layer-by-layer for antibody immobi-
lization (Figure 1b). To evaluate gold nanoparticle
binding and seeding on a polystyrene surface, a range
of poly-L-lysine (PLL) concentrations (0.01 to 0.1mg/mL)
were evaluated, and a linear concentration-dependent
wavelength shift was observed (Figure S1). The indivi-
dual wavelength peak of bare gold nanoparticles was
observed as 518 nm. When PLL concentration was
increased to 0.1 mg/mL, the wavelength peak was
observed to be 550.2 ( 1.9 nm, due to an increase
in the number of amine-terminated groups of the
polymer (Figure S1a). Using a curve-fitting method
described in the Materials and Methods section
(spectral measurements and data analysis section),
wavelengths corresponding to the extinction peaks
were calculated from each wavelength spectrum. For
the experiments, 0.05 mg/mL PLL concentration was
chosen to avoid excessive dilution steps, reducing
possible variations in surface chemistry. This concen-
tration resulted in a high extinction coefficient due to
the highest gold nanoparticle binding onto the PLL-
treated surfaces (Figure S1b). Corresponding wave-
length data for each PLL concentration and incubation
time are presented in Table S1. Following each mod-
ification step, surfaces were rinsed with 1� PBS three
times to minimize variations in the wavelength and
intensity measurements. Metal nanoparticles varying
in size, shape, andmaterial present different maximum
wavelength points.26 These properties allow tuning
the nanoplasmonic wavelength point throughout the
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visible and near-infrared and into the infrared region of
the electromagnetic spectrum, offering flexibility.19 To
avoid batch-to-batch variation27,28 and to create a
reproducible platform, we used a single batch of gold
nanoparticle solution for this study.
To evaluate the surface chemistry, a control group

of unmodified 10 nm diameter gold nanoparticles was
utilized. An individual wavelength peak of gold nano-
particles was reproducibly observed at 518 nm (n = 6,
p < 0.05) (Figure 2a). The corresponding peak shift after
PLLmodificationwasmeasured as 546.7( 1.8 nm,which
represents a statistically significant (n = 6, p < 0.05)
difference from the gold nanoparticles (Figure 2a).
Following gold nanoparticle coating of the PLL-
modified surface, 11-mercaptoundecanoic acid (MUA)
was self-assembled as a monolayer onto the gold
nanoparticle layer and generated carboxyl groups on
the surface of the gold nanoparticle layer.
Antibodies immobilized with a favorable orienta-

tion using NeutrAvidin and/or Protein G have a higher
capture efficiency toward bioagents than those im-
mobilized by physical absorption and chemical bind-
ing of antibodies onto a surface.29 To immobilize
biotinylated antibodies for HIV capture, surfaces were
modified with NeutrAvidin. At the end of NeutrAvidin
modification, a statistically significant wavelength
peak shift was observed as 4.4 ( 1.1 nm with respect
to theMUA step (n= 6, p< 0.05) (Figure 2a). To prevent
nonspecific binding, 10% bovine serum albumin
(BSA) solution was used as a blocking agent. This
blocking agent did not result in a statistically signifi-
cant peak shift (n = 6, p > 0.05) (Figure 2a). Then,
biotinylated anti-gp120 polyclonal antibody was
incubated on the NeutrAvidin-coated surface.

We observed that biotinylated anti-gp120 antibody
resulted in a statistically significant wavelength peak
shift compared to the BSA step (6.8( 0.5 nm) (n = 216,
p < 0.05) (Figure 2a).
To evaluate the repeatability of the surface chem-

istry, we defined the following relation:

% Repeatability ¼ Mean of WS
Mean of WSþ SEM

�100 (1)

where WS is wavelength shift and SEM is the standard
error of the mean. In the literature, repeatability is
defined as closeness of the agreement between the
results of the measurements in the same experiment
carried out under the same conditions.30 Here, the
repeatability parameter is described as the percent
variation in wavelength shift measurements for the
surface modifications. The parameter was evaluated
for both wavelength and extinction intensity measure-
ments of each surface modification (Figure S2). Over-
all, the repeatability parameter was observed to be
55�98% and 85�99% for wavelength and extinction
intensity measurements, respectively (Figure S2).
These results indicated that the surface chemistry is
repeatable, enabling a feasible nanoplasmonic plat-
form (Figure S2).
To evaluate potential drift and background signal

noise due to potential chemical/physical changes or
nonspecific binding on the surface, we assessed the
system using whole blood, HIV-spiked whole blood,
and clinical HIV-infected patient samples. For con-
trol measurements, biosensing surfaces functionalized
with polyclonal antibody were used. Addition of un-
processed whole blood without viruses did not result
in a statistically significant peak shift (1.2 ( 1.1 nm)

Figure 1. Nanoplasmonic viral loaddetectionplatform. (a) HIVwas capturedon the antibody immobilizedbiosensing surface.
(b) To capture HIV on the biosensing surface, polystyrene surfaceswere firstmodified by poly-L-lysine (PLL) generating amine
groups. Then, gold nanoparticles (AuNP) were immobilized on the amine-terminated surface. Layer-by-layer modifications
were performed by 11-mercaptoundecanoic acid (MUA), N-ethyl-N0-(3-dimethylaminopropyl) carbodiimide hydrochloride
(EDC), and N-hydroxysulfosuccinimide (NHS) coupling, NeutrAvidin, and biotinylated anti-gp120 polyclonal antibody. To
prevent nonspecific binding, bovine serum albumin (BSA) was used as a blocking agent. At each surface modification and
after the HIV capture step, spectral analysis was monitored, and peak shifts at the maximum extinction wavelength were
recorded.
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(n = 6�216, p > 0.05) (Figure 2a and b). The statistical
analysis results and p-values obtained using nonpara-
metric Kruskal�Wallis one-way analysis of variance
followed by theMann�Whitney U test with Bonferroni
correction are also presented in Table S2. Blood sam-
ples were spiked with (6.5 ( 0.6) � 105 copies/mL,
(8.3( 1.3)� 105 copies/mL, (1.3( 0.2)� 106 copies/mL,
(3.8( 1.2)� 106 copies/mL, (1.3( 0.2)� 106 copies/mL,
(1.1 ( 0.3) � 106 copies/mL, and (2.9 ( 0.5) � 106

copies/mL with HIV subtypes A, B, C, D, E, G, and panel,
respectively. These samples resulted in statistically sig-
nificant wavelength shifts of 9.3 ( 1.2, 5.4 ( 1.1, 4.4 (
0.5, 7.8 ( 1.1, 6.3 ( 0.8, 5.8 ( 0.7, and 6.9 ( 1.2 nm for
subtypes A, B, C, D, E, G, and panel, respectively (n = 6,
p < 0.05) (Figure 2b). Thus, we observed that anti-
gp120 polyclonal antibody reproducibly and repeatably

captured multiple virus subtypes (A, B, C, D, E, G, and
panel) using this platform (Figure 2b). The statistical
analysis results and p-values obtained using nonpara-
metric Kruskal�Wallis one-way analysis of variance
followed by the Mann�Whitney U test with Bonferroni
correction are also presented in Table S3. To evaluate
the limit of detection, we compared wavelength shift
values of control (whole bloodwithout HIV) and lowHIV
concentrations for different subtypes. The limit of de-
tection was observed to be 1346 ( 257 copies/mL for
HIV subtypeA; 10 609( 2744 copies/mL for HIV subtype
B; 14 942 ( 1366 copies/mL for HIV subtype C; 98( 39
copies/mL forHIV subtypeD; 120159( 15368 copies/mL
for HIV subtype E; 404( 54 copies/mL for HIV subtype
G; and 661 ( 207 copies/mL for HIV subtype panel.
Thus, the capture of various subtypes using anti-gp120

Figure 2. Layer-by-layer surface modifications, and the corresponding wavelengths and wavelength peak shifts. Each
modification was monitored and peak shift at the maximum wavelength was recorded using the curve-fitting analysis
method. (a) Gold nanoparticles (AuNPs) showed a stable peak at 518 nm. Gold nanoparticle binding on 0.05 mg/mL poly-L-
lysine (PLL)-modified surface led to a statistically significant peak shift from 518 nm to 546.4 ( 1.6 nm (n = 6, p < 0.05). 11-
Mercaptoundecanoic acid (MUA), NeutrAvidin (NA), bovine serum albumin (BSA), and biotinylated anti-gp120 polyclonal
antibody collectively shifted the maximum wavelength to 551.9 ( 0.5 nm (n = 6�216, p < 0.05). Addition of control sample
(unprocessed whole bloodwithout viruses) did not result in a statistically significant peak shift (1.2( 1.1 nm) (n = 6�216, p >
0.05). Individual p-values for statistical analyses are presented in Tables S2. (b) Difference between control (i.e., whole blood
without HIV) and HIV-spiked whole blood samples was evaluated. Whole blood was spiked with HIV at (6.5 ( 0.6) � 105

copies/mL, (8.3( 1.3)� 105 copies/mL, (1.3( 0.2)� 106 copies/mL, (3.8( 1.2)� 106 copies/mL, (1.3( 0.2)� 106 copies/mL,
(1.1( 0.3)� 106 copies/mL, and (2.9( 0.5)� 106 copies/mL for subtypes A, B, C, D, E, G, and panel, respectively. We observed
statistically significant wavelength shifts of 9.3( 1.2, 5.4( 1.1, 4.4( 0.5, 7.8( 1.1, 6.3( 0.8, 5.8( 0.7, and 6.9( 1.2 nm for
subtypes A, B, C, D, E, G, and panel, respectively (n = 6, p < 0.05). Individual p-values for statistical analyses are presented
in Tables S3. (c) Limit of detection for each subtype indicating a statistically significant peak shift compared to the control
(i.e., whole blood without HIV) was observed as 1346 ( 257 copies/mL for HIV subtype A, 10 609 ( 2744 copies/mL for HIV
subtype B, 14 942( 1366 copies/mL for HIV subtype C, 98( 39 copies/mL for HIV subtype D, 120 159( 15 368 copies/mL for
HIV subtype E, 404( 54 copies/mL for HIV subtype G, and 661( 207 copies/mL for HIV subtype panel. Statistical assessment
on the results was performed using nonparametric Kruskal�Wallis one-way analysis of variance followed by the
Mann�Whitney U test with Bonferroni correction for multiple comparisons. Statistical significance threshold was set at
0.05, p < 0.05. Brackets connecting individual groups indicate a statistically significant peak shift. The data for wavelength
measurements are presented as wavelength measurements ( standard error of the mean (SEM). Error bars represent SEM.
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polyclonal antibody presented different limit of detec-
tion values (Figure 2c). The limit of detection could be
improved by collecting data from a larger active
capture and detection area or by increasing the sample
volume.We also present the original experimental data
and the corresponding curve fits in Figure S3 a�g.
After introducing HIV to the nanoplasmonic platform, a
representative observed wavelength and extinction
intensity shift is presented in Figure S3 h.
We characterized the polystyrene surfaces using

atomic force microscopy (AFM) for each surface mod-
ification step. For an unmodified polystyrene surface,
we observed a roughness of 2.5 ( 0.2 nm expressed
as root-mean-square (RMS) measurements ( SEM
(Figure 3a and d). After modification of the surface
with 0.05mg/mL of PLL, RMS roughness wasmeasured
to be 2.4( 0.2 nm (Figure 3b and d). Gold nanoparticle
immobilization on PLL-modified surfaces gave an
RMS roughness of 4.7 ( 0.3 nm (Figure 3c and d). We
observed that there was no statistically significant
difference between unmodified and PLL-modified
polystyrene surfaces (n = 8, p > 0.05) (Figure 3d). We
also observed that there was a significant difference
between gold nanoparticle immobilization and unmod-
ified polystyrene surfaces (n = 8, p < 0.05) (Figure 3d).
Hence, gold nanoparticle-immobilized surfaces led to
significantly greater changes in RMS roughness com-
pared to PLL-modified surfaces (n = 8, p < 0.05). The
statistical analysis results and p-values obtained using
the nonparametric Kruskal�Wallis one-way analysis of
variance followed by the Mann�Whitney U test with
the Bonferroni correction are presented in Table S4. To
quantitatively evaluate the coating uniformity and
density of gold nanoparticles, AFM analysis was per-
formed on different areas of the modified surfaces. To
assess the coating uniformity of the gold nanoparticles,
we followed the previously reportedmethod using the
public domain NIH ImageJ software (http://rsb.info.nih.
gov/nih-image/).31,32 The images (5 μm � 5 μm) were
first converted into 8-bit images using the public
domain NIH ImageJ software (version 1.46r). Then,
the thresholds were adjusted between 50 and 200 au
to estimate the gold nanoparticle coating. The unifor-
mity was calculated by utilizing this threshold range,
and the immobilization of gold nanoparticles pre-
sented a ∼83% uniform coating on the biosensing
surface (n = 8). Thus, a uniform and densely coated
nanoplasmonic platform was produced. The modified
surfaces were incubated at 4 �C to prevent evapora-
tion. Thus, we did not observe “coffee ring” effects
during gold nanoparticle incubation and surface
chemistry. Additionally, we showed that HIV particles
were captured on the surface using scanning electron
microscopy (SEM) imaging (Figure 3e and f). SEM
images at multiple locations on the chip did not show
any aggregation of captured viruses. Coating uniformity
and density of gold nanoparticles on PLL-modified

surfaces were also qualitatively evaluated using SEM
(Figure 3e and f). SEM experiments qualitatively de-
monstrated that gold nanoparticles were uniformly
distributed on the surface, as observed in AFM analysis.
To evaluate the number of gold nanoparticles on the

active area interacting with virus particles, we defined
the following equation:

N ¼ V � C � Ab

A
� P� R2

r2
(2)

where N is the number of gold nanoparticles on the
active area, V is the volume of virus solution (mL), C is
the number of copies of viruses permL,Ab is the optical
beam area (mm2), A is whole surface area (μm2), P is the
capture efficiency of viruses, and R2/r2 is the surface
area ratios of a virus and gold nanoparticle (Table S5).
Our earlier results demonstrated 69.7% to 78.3%

capture efficiency for HIV spiked in whole blood sam-
ples using anti-gp120 polyclonal antibody on glass
surfaces.29 On the basis of these results, here we
assumed 70% capture efficiency of viruses in multiwell
plates (Supporting Information: Theoretical modeling
of capture efficiency section). We plotted the number
of gold nanoparticles roughly estimated to be in con-
tact with viruses in an active area (Figure S4). Nano-
plasmonic platforms have been used to detect several
protein and nucleic acid interactions down to pico-
molar sensitivity.20�22 In the literature, less than 1 pM of
streptavidin molecules (molecular weight: 57�60 kDa)
resulted in a ∼27 nm wavelength shift, and the limit
of detection of this system was also presented as
<25 streptavidin molecules/nanoparticle (∼100 nm
diameter).33,34 Here, we captured intact viruses using
gp120 proteins (molecular weight: 120 kDa), which are
located on the HIV surface.
Additionally, the nanoplasmonic extinction spectra

of a nanoparticle can be affected by neighboring nano-
particles.35 This property has been used in measuring
the length of flexible single-stranded DNA strands
positioned in between nanoparticle pairs.36 It has been
shown that short interparticle distances can amplify
the local electromagnetic fields, causing an increased
localized surface plasmon signal.37,38 These enhanced
fields (or hot-spots) have been recently used in nano-
plasmonic detection of adenovirus particles.39 The
exact nature of this enhancement is reported to be a
function of the nanoparticle arrangement on the sur-
face and the effective refractive index distribution over
nanoparticles.39

To evaluate the limit of detection and broad appli-
cability of the nanoplasmonic detection platform in
biologically relevant systems, we analyzed various
concentrations of multiple subtypes spiked in whole
blood and phosphate-buffered saline (PBS). The biolo-
gical environment of viruses provides several potential
challenging factors including excessive levels of albu-
min, casein, immunoglobulin, and other proteins,
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which might cause blocking of the antigen�antibody
interaction and nonspecific binding. These factors
could increase nonspecific background signals and
interfere with the system performance. Hence, directly
detecting viruses from biological samples is a crucial
test to evaluate the biosensing performance and

robustness of the system. We evaluated multiple HIV
subtypes, i.e., A, B, C, D, E, G, and panel, spiked in whole
blood. A Fourier-type curve-fitting analysis described
in the Materials and Methods section (spectral measure-
ments and data analysis section) was performed
for each recorded spectra (i.e., HIV data and the

Figure 3. Surface characterization of polystyrene (PS) substrates before and after surface modification steps using atomic
force microscopy (AFM). Five random 5 μm � 5 μm surface areas for each sample group were evaluated. (a) PS substrates
without surface modification are shown. (b) PS substrates after 0.05 mg/mL of PLL treatment are presented. (c) Gold
nanoparticles (AuNPs) were immobilized on poly-L-lysine (PLL)-treated surfaces. After AuNP immobilization, nanoparticles
were observed on surfaces. (d) Root mean square (RMS) roughness of surfaces was evaluated and significant difference was
observed when AuNPs were immobilized onto the surfaces compared to PS substrates with and without PLL (n = 8, p < 0.05).
(e) Scanning electronmicroscope image (140 μm2) of the captured intact viruses (100 μL of 106 copies/mL concentration) was
present on the antibody immobilized biosensing surface (4 � 106 μm2). From these numbers, on average 3 to 4 viruses are
expected to be captured on the SEM image area, as observed experimentally. (f) Higher magnification of a captured HIV was
imaged, and virus diameter was measured as 177.1 nm. SEM image was taken at 4.7 mm working distance and 4.00 kV
accelerating voltage. Statistical analysis was performed using nonparametric Kruskal�Wallis one-way analysis of variance
followed by the Mann�Whitney U test with Bonferroni correction for multiple comparisons, and statistical significance
threshold was set at 0.05, p < 0.05. Individual p-values for statistical analyses are presented in Table S4. Brackets connecting
individual groups indicate statistically significant peak shift. Error bars represent standard error of the mean.
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corresponding reference curve) to extract the wave-
length shifts of HIV subtypes (A, B, C, D, E, G, and panel)
spiked inwhole blood. In particular, blood samples were
spiked with (6.5 ( 0.6) � 105 copies/mL, (8.3 ( 1.3) �
105 copies/mL, (1.3( 0.2)� 106 copies/mL, (3.8( 1.2)�
106 copies/mL, (1.3( 0.2)� 106 copies/mL, (1.1( 0.3)�
106 copies/mL, and (2.9 ( 0.5) � 106 copies/mL with
subtypes A, B, C, D, E, G, and panel, respectively. These
samples resulted in wavelength shifts of 9.3 ( 1.2, 5.4
( 1.1, 4.4( 0.5, 7.8( 1.1, 6.3( 0.8, 5.8( 0.7, and 6.9(
1.2 nm for subtypes A, B, C, D, E, G, and panel,
respectively (Figure 4a�g). We also validated HIV viral
load using eight HIV-infected, anonymous, discarded,
patient whole blood samples using the nanoplasmonic
platform. In the presence of discarded patient samples,
the highest peak shift was observed to be 4.3( 1.0 nm
at 3910( 400 copies/mL (Figure 4h). The peak shift for
481 ( 73 copies/mL HIV viral load was 2.3 ( 0.7 nm
(Figure 4h). In addition to whole blood testing, we
evaluated an HIV subtype panel suspension in PBS
(Figure S5).
Here, we used two data analysis approaches to

evaluate the wavelength shift data using (i) curve
fitting and (ii) experimental data maximum method,
described in the Materials and Methods (spectral mea-
surements and data analysis). The curve-fitting analysis
results are presented in Figure 4, and the experimental
datamaximummethod results are presented in Figure S6.
The twomethodsgavecomparable results. The lowervirus
concentrations resulted in small wavelength shifts, and full
spectra are taken into account with the curve-fitting
method to evaluate these small shifts. We observed
that the curve-fitting method is better suited for the
analysis of smaller wavelength shifts. We analyzed a
total of 216 curves for antibody references and 216
curves for their corresponding HIV-spiked whole blood
samples. Each peak was subtracted from its own
reference to obtain a shift. Nine wells out of the 216
reference measurements were more than one SEM
(standard error of the mean) away from the mean
before a sample was introduced for testing. Also, the
measurements with these wells gave negative shift
results, indicating that these wells had variations dur-
ing preparation steps, and thus, theywere not included
in the analysis. Four other wells gave negative results
below �1 nm when the HIV-spiked whole blood
extinction peaks were subtracted from their antibody
reference. These wells were not included in the anal-
ysis, since these results are inconclusive potentially due
to the variations in surface chemistry. Additionally, one
well among the 50 copies/mL and 100 copies/mL wells
was excluded, since it gave a shift that is larger than
that of the same subtype at the highest concentration
plus its SEM. Additionally, we observed 10 shifts ran-
ging between 0 and �0.5 nm, which are below the
instrumental step size (1 nm), so these values are
equivalent to a no-shift. No-shifts may be due to the

fact that no viruses were captured in the active area.
These data points were included in the analysis to
reflect the statistical nature of the capture event as
earlier outlined in the capture efficiency calculations
(Supporting Information: Theoretical modeling of cap-
ture efficiency).
To evaluate the repeatability of the biosensing plat-

form technology, we defined an equation, which is
presented in the Supporting Information (Repeatability
of the biosensing platform). Here, the repeatability
parameter was described as the percent variation in
wavelength shift measurements for the same virus
concentration. The parameter was evaluated for each
HIV subtype and presented at varying spiked sample
concentrations (Figure 4i). Overall, the repeatability
parameter was observed to be 56�90% for a broad
range of concentrations for multiple HIV subtypes.
These results indicated that the nanoplasmonic bio-
sensing platform was reliable, accurate, repeatable, and
feasible (Figure 4i). These results also demonstrated
that the system performance showed comparable re-
peatability values for multiple HIV subtypes in whole
blood (Figure 4i).
In addition to the wavelength shift, the nanoplas-

monic system can measure extinction intensity varia-
tions caused by HIV capture events. These capture
events cause both wavelength shift and extinction
intensity variation, and results were acquired as both
wavelength shifts and extinction intensity variations.
Weevaluated theextinction intensity variations (Figure S7)
for the same set of experiments, as in thewavelength shift
plots of Figure S6.
The nanoplasmonic platform measures the signal

shift caused by viruses captured on a gold nanoparticle-
coated surface. The concentration of viruses was quan-
tified by RT-qPCR, which is a bulk detection technique.
The overall wavelength shifts resulting from the cap-
tured viruses were calculated and presented in the
plots. We generated a standard curve by performing a
least-squares fit to the combined data of all HIV sub-
types spiked in whole blood. Then, the bulk HIV con-
centrations were quantified by translating the shifts
using the standard curve that translate the surface
detection to bulk detection (Figure 5). In this work, we
focused on the global shifts to quantify the bulk
concentrations, which were obtained by RT-qPCR. To
evaluate quantitative detection, we first obtained the
standard curve with HIV-spiked whole blood samples,
using the wavelength shifts analyzed by curve-fitting
method, and the HIV viral load obtained by RT-qPCR.
After the standard curve is obtained, we presented
quantitative detection results using the biosensing
platform with HIV-infected patient samples (Figure 5a
and Table S6). The nanoplasmonic platform presented
a viral load ranging from (1.3( 0.7) log10 copies/mL to
(4.3 ( 1.2) log10 copies/mL in patient samples. The
RT-qPCR count presented a viral load ranging from

A
RTIC

LE



INCI ET AL . VOL. 7 ’ NO. 6 ’ 4733–4745 ’ 2013

www.acsnano.org

4740

Figure 4. Validation with HIV spiked in whole blood and HIV-infected patient samples using experimental data curve-fitting
method. Fourier-type curve-fitting analysis was performed for each recorded spectrum to extract the extinction peak of HIV
subtypes spiked in whole blood and panel sample (n = 4�6, error bars represent SEM). The results correlated well with the
experimental datamaximummethod presented in Figure S6. The viral load valueswere obtainedby RT-qPCR and repeated at
least three times for each sample for each concentration. (a) HIV subtype A in whole blood led to a wavelength shift of 9.3(
1.2 nm at (6.5( 0.6)� 105 copies/mL. (b) (8.3( 1.3)� 105 copies/mL of HIV subtype B spiked in whole blood samples led to a
wavelength shift of 5.4 ( 1.1 nm. (c) For sampling with HIV subtype C in whole blood, (1.3 ( 0.2) � 106 copies/mL
concentration was evaluated and the peak shift was observed to be 4.4 ( 0.5 nm. (d) (3.8 ( 1.2) � 106 copies/mL of HIV
subtype D in whole blood sample resulted in a wavelength shift of 7.8 ( 1.1 nm. (e) HIV subtype E in whole blood was
evaluated, and a wavelength shift of 6.3 ( 0.8 nm at (1.3 ( 0.2) � 106 copies/mL was observed. (f) For sampling with HIV
subtype G in whole blood, a (1.1( 0.3)� 106 copies/mL concentration was evaluated and the peak shift was observed to be
5.8( 0.7 nm. (g) HIV subtype panel in whole blood was evaluated, and a wavelength shift of 6.9( 1.2 nm at (2.9( 0.5)� 106

copies/mL was observed. (h) Discarded HIV patient samples in whole blood were evaluated, and a wavelength shift of 4.3(
1.0 nm at 3910 ( 400 copies/mL was observed. The peak shift decreased to 2.3 ( 0.7 nm when the lowest concentration
(481( 73 copies/mL) sample was evaluated. (i) Repeatability parameter was evaluated for the wavelength shifts for multiple
HIV subtypes at various concentrations. Overall, the repeatability parameterwas observed to be 56�90% for a broad rangeof
concentrations for multiple HIV-spiked and discarded HIV patient samples. The data for wavelength measurements are
presented as wavelength measurements( SEM (n = 4�6, error bars represent SEM). The viral load values were obtained by
RT-qPCR and repeated at least three times for each sample for each concentration.
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(2.7( 0.1) log10 copies/mL to (3.6( 0.1) log10 copies/mL
in patient samples. These results are presented in Table S6
and were evaluated using Bland�Altman analysis, as
presented in Figure 5b. Bland�Altman analysis for
the nanoplasmonic platform and RT-qPCR showed that
therewas no evidence for a systematic bias for HIV viral
load from HIV-infected patient blood samples. Addi-
tionally, we analyzed extinction intensitymeasurements
of patient data using the curve-fitting approach and
presented the results in Figure S8a. The nanoplasmonic
platform presented a viral load ranging from (2.2( 0.9)
log10 copies/mL to (3.7( 0.5) log10 copies/mL in patient
samples. The RT-qPCR count presented a viral load
ranging from (2.7 ( 0.1) log10 copies/mL to (3.6 ( 0.1)
log10 copies/mL in patient samples. These results were
also evaluatedusingBland�Altman analysis (Figure S8b),
and this analysis showed that there was no evidence for
a systematic bias for HIV viral load from HIV-infected
patient blood samples.
From a clinical perspective, the limit of detection

covered the range of values that include the current
World Health Organization (WHO) definition of treat-
ment failure (viral load (VL) >5000 copies/mL)40,41 as
well as the Department of Health and Human Services
(DHHS) and AIDS Clinical Trials Group (ACTG) defini-
tions of treatment failure (VL >200 copies/mL).42 It is
estimated that annually over 450 000 infants are in-
fected through mother-to-child transmission (MTCT).
To reduce morbidity and improve quality of life for
persons living with HIV/AIDS, the WHO is rapidly
expanding access to antiretroviral therapy (ART) in
developing countries, accounting for over 67% of
HIV-1 infections.41,43 However, this expansion is sig-
nificantly restricted by the lack of cost-effective POC
viral load assays that can effectively reach patients
living in rural settings. In developed countries, HIV-1
viral load is regularly used to closelymonitor and assess

patient response to ART, to ensure drug adherence,
and to stage disease progression. In contrast, in devel-
oping countries, CD4þ T lymphocyte count and clinical
symptoms are used to guide ART following the WHO
guidelines, with the exception of infants, where viral
load assays are required.44,45 Although CD4 testing
is a great tool for monitoring patients,46,47 recent
studies have shown that the CD4þ cell counting
strategy cannot detect early virological failure.44,45

However, HIV-1 viral load assays are expensive ($50�200
per test), instrument-dependent, and technically
complex.
In developing countries, one of the most important

issues is to prevent MTCT and extend AIDS care to HIV-1
positive infants. MTCT remains the primary cause of
AIDS in children, with approximately 1500 children
infected per day.48 Rapid progression of AIDS in infants
causes early death. Combined data from nine clinical
trials in Africa showed that 35% of HIV-1 positive
infants die by the age of 1 and 52% of HIV-1-infected
children die by the age of 2, highlighting the impor-
tance of viral load monitoring to prevent MTCT in
resource-constrained settings.49 Studies have shown
that long-term suppression of HIV-1 replication in
infants can be achieved by initiating ART, to reduce
AIDS-related morbidity and mortality and improve the
quality of life.49,50 To provide early AIDS care andART to
HIV-infected infants, early diagnosis is key. However,
simple and rapid serological assays cannot detect HIV-
infected infants until 18 months after birth.51 The late
identification of AIDS in children is due to the inter-
ference of maternal HIV-1 specific antibodies, which
are passively transferred through the placenta and
persist in infants for approximately 18 months.52 Thus,
a readily available POC viral load test for early detection
of HIV-infected infants is urgently needed in resource-
constrained settings.

Figure 5. Quantitative detection with HIV-infected patient samples using the curve-fitting analysis method. (a) Discarded
HIV-infected patient samples in whole blood were evaluated using the nanoplasmonic platform. A correlation was present
between HIV count obtained by RT-qPCR and the platform. The nanoplasmonic platform presented a viral load ranging from
(1.3 ( 0.7) log10 copies/mL to (4.3 ( 1.2) log10 copies/mL in patient samples. RT-qPCR count presented a viral load ranging
from (2.7( 0.1) log10 copies/mL to (3.6( 0.1) log10 copies/mL in patient samples. The data for wavelengthmeasurements are
presented as wavelength measurements( SEM (n = 5�6, error bars represent SEM). (b) Bland�Altman analysis between the
nanoplasmonic platform and RT-qPCR counts did not display evidence for a systematic bias for HIV viral load for HIV-infected
patient blood samples tested. Quantitativemeasurements of HIV-infectedpatient samples usingbothmethods are presented
in Table S6.
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One potential application of this platform technol-
ogy is in infant testing where HIV status cannot be
monitored by white blood cell counting and nucleic
acid amplification assays are required.47,53,54 Another
potential application is to monitor co-infections of
tuberculosis�HIV in the AIDS epidemic regions.55

The presented nanoplasmonic platform technology
detected viruses in whole blood of HIV-infected pa-
tients, which contains HIV antibodies. Since antibodies
in men and women would not be any different, anti-
bodies transferred from women to their infants would
not be expected to have any greater effect in interfer-
ing with detection (i.e., if antibodies do not interfere
with detection in infected adults, passively transferred
antibodies will not interfere with detection in infants).
In the clinical samples we have tested so far, we have
not observed any interference effects. Additionally,
viruses cannot be completely neutralized by anti-
bodies56 and still expose antigens on the virus surface,
allowing them to be captured by the biosensing plat-
form. Further, this detection system has multiple ad-
vantages over current viral load tests (e.g., RT-qPCR
assays) for both infant and adult testing, since it can
potentially enable POC testing and significantly in-
crease access to viral load monitoring in resource-
constrained settings by (i) reducing the cost of reagents
and instruments, (ii) reducing the complexity, sample
preparation, and amplification steps so that a health
worker can perform the testing with minimal training,
and (iii) shortening the assay time (1 h for capture/
incubation, 10 min for detection and data analysis) as
opposed to ∼6 h required by RT-qPCR (e.g., COBAS
Ampliprep/COBAS TaqMan HIV-1 test57). To further de-
crease the capture/incubation assay time, the nano-
plasmonic platform can potentially be integrated with
microfluidic technologies as we earlier described.7,8,29

Additionally, in our nanoplasmonic detection sys-
tem, we detected multiple subtypes using a polyclonal
antibody that targets multiple epitopes of gp120,
enabling the capture of various HIV subtypes. It was
previously reported that anti-gp120 polyclonal anti-
body can be used as a generic capture agent for
multiple HIV subtypes.9,29 Despite the fact that differ-
ent HIV subtypes havemutations and variations in RNA
genome and surface receptors, there are several dis-
continuous conserved epitopes (V1�V5 loops) in the
gp120 surface protein that help HIV enter CD4þ T
lymphocytes.58�61 This conservation in the gp120 sur-
face protein allows the capture of various HIV subtypes
using a single antibody. Therefore, using this platform
technology, other HIV subtypes could also be captured,
detected, and quantified with comparable efficiency
and specificity due to their conserved epitopes, as
reported.29,58�61 Here, we tested all HIV subtypes that
were available to us through the National Institutes of
Health (NIH) under AIDS Research and Reference Re-
agent Program including a panel subtype. In contrast,

rapid evolution and mutation cause a detection chal-
lenge for RNA viruses (e.g., HIV), and the genetic
diversity in virus subtypes interferes with the ability
of PCR tests to recognize all current subtypes.
The nanoplasmonic biosensing platform has signifi-

cant potential in clinical applications. The surface
chemistry and highly specific antibody immobilization
was utilized to minimize the background signal, since
the background signal noise that is potentially gener-
ated by nonspecific binding of blood cells did not pose
a detection challenge at low concentrations especially
for the HIV-infected clinical samples. This biosensing
technology is potentially sufficient to be used broadly
in clinical microbiology and infectious disease labora-
tories. Moreover, this platform potentially provides a
reliable, accurate, inexpensive, time-effective, and
easy-to-use detection system in global scale for life-
threatening infectious diseases includingHIV, poxvirus,
and herpesvirus. Other viruses (e.g., SARS, H1N1) have
different detection methods.62�64 For instance, re-
searchers use nasal swabs, bronchoalveolar lavages,
and nasopharyngeal aspirates or exhaled breath in
addition to blood samples for clinical testing. In this
study, we focused on blood-borne diseases (i.e., HIV).
These different types of human samples have different
physiological conditions. Detection platforms need to
be adapted for handling these different sample types.
On the other hand, the presented technology is a
versatile platform that can be modified to detect other
pathogens by altering the surface chemistry for patho-
gens having reasonably well-described markers avail-
able. The limit of detection of the presented platform
demonstrates that low viral concentrations in whole
blood (98 ( 39 copies/mL) can be detected. Further,
the nanoplasmonic detection technology enables a
biosensing platform in a 96-well multiplexed format by
immobilizing different highly specific antibodies at
different regions of a sensor area, which would have
a vital role in biosensor design and engineering to
selectively and specifically detect multiple pathogens
and their subtypes/strains from patient samples.

CONCLUSIONS

The presented nanoplasmonic technology provides
a detection platform that allows a fast, reliable, sensi-
tive, specific, accurate, and label- and fluorescence-free
quantification assay for viruses fromwhole blood with-
out any sample preparation.We demonstrated that the
extraordinary nanoplasmonic properties of nanoparti-
cles can be deployed for multiple pathogen subtype
detection. This platform technology utilizes the immo-
bilization of highly specific antiviral antibodies on the
biosensing surface for selective and specific capture
and detection of intact viruses from unprocessed
clinical samples, giving a viral load covering a broad
range of clinically relevant concentrations. Here, we
show a direct capture, detection, and quantification
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platform technology for multiple HIV subtypes (A, B, C,
D, E, G, and panel) and discarded patient samples
from whole blood with high sensitivity and specificity.
Additionally, detection of viruses from unprocessed
whole blood demonstrates that this platform technol-
ogy is feasible for detection of viruses directly from
unprocessed patient samples. The nanoplasmonic
detection platform can detect and quantify intact
viruses without damaging the virus structure and

characteristics including their capsid structure.
Hence, this platform technology enables rapid iso-
lation, capture, detection, and quantification of
intact viruses. This biosensing platform can potentially
be used for direct multiple pathogen detection using
nanoplasmonic properties of nanoparticles, taking a
significant step toward providing POC tests at re-
source-constrained settings as well as in hospital and
primary care settings.

MATERIALS AND METHODS
Nanoplasmonic Surface Construction and HIV Sampling. Briefly, the

surface chemistry was performed in this order: (i) the coating of
polystyrene wells with PLL hydrobromide with a molecular
weight of 70 000�150 000 g/mol (Sigma Co., St. Louis, MO), (ii)
gold nanoparticle incubation on PLL-coated surface, (iii) surface
activation and coupling reaction with MUA and N-ethyl-N0-(3-
dimethylaminopropyl) carbodiimide hydrochloride/N-hydroxy-
sulfosuccinimide (EDC/NHS) (Aldrich Chemical Co., Milwaukee,
WI), (iv) covalently binding of NeutrAvidin (Pierce Biotechnol-
ogy, Rockford, IL) using the succinimide ring on the modified
surface, (v) blocking of nonspecific binding with BSA (Aldrich
Chemical Co., Milwaukee, WI), (vi) biotinylated anti-gp120 poly-
clonal antibody (Abcam Inc., Cambridge, MA) immobilization,
and (vii) application of HIV-spiked samples (100 μL) in whole
blood or PBS by pipetting. Following each surface modification,
the surfaces were washedwith 1� PBS three times by pipetting.
After introducing virus samples, the nanoplasmonic platform
was also rinsed with 1� PBS three times to remove all unbound
viruses. The viruses captured inside the detection light beam
area of the spectrometer contributed to the nanoplasmonic
wavelength or extinction intensity change. Each data point was
subtracted from its own spectra, which wasmeasured before the
sampling (antibody immobilization), and the resulting shift was
presented as wavelength or extinction intensity change ( SEM.

To prepare biosensing substrates, polystyrene surfaces
(∼36.9 mm2) were first modified by PLL to generate amine-
terminated groups for gold nanoparticle binding. After PLL
modification, the gold nanoparticle solution (15703, TedPella,
Redding, CA) was loaded onto each surface and incubated. The
coefficient of variation for nanoparticles was indicated to be less
than 8%, and the standard deviation for size variation was
indicated as 0.5 nm by the manufacturer. After gold nanopar-
ticle immobilization, MUA, modified EDC/NHS coupling, Neu-
trAvidin binding, and biotinylated anti-gp120 polyclonal
antibody immobilization were utilized on the surface. To mini-
mize nonspecific binding on both inactive and reactive areas of
the surface, BSA was used as a blocking agent on each surface
and incubated for an hour. HIV culturing steps are briefly
explained in the Supporting Information (HIV culturing section).
To spike HIV in whole blood, HIV subtypes were first quantified
by reverse transcription-quantitative polymerase chain reaction
(RT-qPCR). In this study, we used a commercial RNA assay
(COBAS Ampliprep/COBAS TaqMan HIV-1 test performed by
staff at Brigham and Women's Hospital) to quantify the stock
concentration of different HIV subtypes. The samples with a
cycle threshold (CT) value greater than that of the lowest
standard point (50 copies/mL), which had a CT value of
39�40 (50 PCR cycles were run in total), were reported as below
50 copies/mL. The low copies of HIV viral load were earlier
reported using RT-qPCR systems.65,66 The amplification profile
of the negative control remained below the threshold after 50
cycles of amplification; all the samples including the lowest
standard displayed CT values (20�40) less than 50 CT values.
HIV samples were incubated on the biosensing platform for an
hour. Whole blood samples without HIV were used as controls.
We also evaluated the nanoplasmonic platform with discarded,
anonymous, HIV-infected patient whole blood samples. These
samples were obtained from Massachusetts General Hospital

(Boston, MA) under Institutional Review Board approval. HIV
sampling experiments were performed in biosafety level
(BSL)2þ laboratories, and the biosensing platform was evalu-
ated in BSL2 laboratories after the HIV sample was fixed with a
paraformaldehyde-containing solution. We performed three
replicates for RT-qPCR measurements and six replicates for
nanoplasmonic measurements for each HIV subtype and pa-
tient sample. The standard errors for both RT-qPCR and nano-
plasmonic measurements were then reported. To minimize
dilution inaccuracies, a second set of RT-qPCR was performed
three times for each diluted HIV-spiked sample. The same HIV
RNA quantification protocol was used for discarded HIV patient
samples (Supporting Information: Quantification of HIV sub-
types by RT-qPCR and sampling section).

Spectral Measurements and Data Analysis. The experiments were
performed using HIV subtypes A, B, C, D, E, G, and panel, and
discarded, anonymous, HIV-infected patient samples. Each
binding study was characterized with a detected shift of the
maximum extinction point of gold nanoparticles by Varioskan
Flash spectral scanning multimode readers, Thermo Scientific.
The detection light beam area of the spectrometer was indi-
cated as 3.14 mm2 (maximum). The spectral resolution and
intensity accuracy of the instrument with a fixed slit setting was
1 nm and 0.003 au extinction intensity. The measuring mode
was set to scan the extinction changes perwavelength from400
to 700 nm over 301 steps.

To analyze the wavelength data, we employed two ap-
proaches (i.e., curve fitting and experimental data maximum).
In the first method, a MATLAB code was written to find the
nanoplasmonic wavelength peak of each recorded spectra
from curve fitting. A Fourier-type expansion with eight
harmonics (i.e.,

f (x) ¼ a0 þ ∑
8

n¼ 1
(ancos(nωx)þ bnsin(nωx))

where ω is the fundamental frequency of the signal and an
and bn are expansion coefficients) was used to fit to each
recorded spectra.67 The R2 values were found to be greater
than 0.99 with the MATLAB fit command. The wavelengths at
the maximum extinction value for each recorded spectra
were extracted from the curve fits and were rounded to the
first decimal digit considering the finite resolution of the
instrument. Individual reference curve subtraction was per-
formed for each HIV subtype curve at a given virus concen-
tration from the corresponding reference curve. All data for
wavelength measurements were presented as the mean of
wavelength measurements( SEM.68 The experimental spec-
tra evaluated by the experimental data maximum method
were compared with the Fourier-type curve-fitting analysis.

In the second data analysis method, the nanoplasmonic
wavelength peak was determined as the wavelength at the
maximum extinction value, and all data for wavelength and
extinction intensitymeasurements were presented as themean
of wavelength or extinction intensity measurements ( SEM.68

For each HIV subtype curve at a given virus concentration,
individual reference curve subtraction was carried out from the
corresponding reference curve. Considering the resolution of
the instrument, the data were presented with one decimal digit
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in the results, and the errors from the finite resolution of the
spectrometer were considered in the analysis

Statistical Analysis. To evaluate each modification on gold
nanoparticles, we analyzed the experimental results (n =
6�216) using nonparametric Kruskal�Wallis one-way analysis
of variance followed by the Mann�Whitney U test with the
Bonferroni correction for multiple comparisons with statistical
significance threshold set at 0.05 (p < 0.05). Error bars represent
standard error of the mean. To evaluate the repeatability of the
nanoplasmonic platform count using residual analysis in com-
parison to RT-qPCR counts, Bland�Altman comparison analysis
was used. The coefficient of repeatability was calculated as
1.96 times the standard deviation of the difference between
the nanoplasmonic platform and RT-qPCR counts for the same
sample. A clinically acceptable range was considered as the
interval within which the difference between the measure-
ments from each method would fall within a 95% confidence
interval. Statistical analyses were performed using Minitab
(Release 14, Minitab Inc., State College, PA).
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